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The paper presents a scheme of the biosensor for determining the intracellular pressure of erythro-
cytes. The possibility of measuring of the volume and area of the erythrocyte is provided in a biosensor to 
determine the value intracellular pressure. In MEMS this creates flow that enters into Coulter capacitive 
sensor through the rate control system and then in the system of signal transmitting. The definition of 
erythrocyte volume and calculation of intracellular pressure occur in the computer system. 
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1. INTRODUCTION 
 
Theoretical analysis of the morphology of erythro-
cyte [1-4] and numerical calculation of its dependence 
on intracellular pressure ΔP [5, 6] have allowed to de-
velop a method for determining ΔP based on atomic 
force microscopy (AFM). State of membrane erythro-
cyte, as well as the efficiency of the ionic channel of 
membrane determine its elastic properties [6-9]. The 
calculations show that the intracellular pressure of 
erythrocyte is determined by reactive pressure created 
by the membrane elasticity [5, 9]. Therefore, for the 
experimental data analysis of AFM scans of erythro-
cytes we use the following relations [10-12]: 
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where ΔP – intracellular pressure, V – volume of eryth-
rocyte as measured, V0 – erythrocyte volume from 
erythrocyte collection in Norma, S – area erythrocyte 
as measured, S0 – erythrocyte area from erythrocyte 
collection in Norma. 
Three-dimensional surface of the erythrocyte, obtained 
during AFM measurements, allows you to determine vol-
ume cells [10-12], in which it is possible to calculate ΔP. 
Numerical calculations have shown when changing the 
volume under the influence of the reactive pressure of the 
erythrocyte membrane the surface area practically is un-
changed. In case of violations of the membrane ionic 
channels the value of the reactive pressure ΔPr will 
change, which in turn will affect on the biomechanics of 
erythrocyte as a whole, as a result the intracellular pres-
sure ΔP also will change. Thus the value of ΔP will reflect 
the membrane state and the efficiency of its ionic pumps. 
It is seen that for the application of the formulas (1) 
and (2) according to the erythrocyte AFM you must 
first determine the initial value V0 for each erythrocyte 
on the scan. As a result it should turn out an initial 
sampling of erythrocytes and the distribution of vol-
umes in Norma. Moreover, this initial sampling will be 
different for different species and age. In the derivation 
of equations (1) and (2) it didn't say about biological 
species separately and other parameters such as age. 
Accordingly the normalization or the initial sampling is 
taken as the Norma, it is necessary to perform for the 
erythrocytes under otherwise identical conditions. 
Since in biological and medical research they carry out 
statistical comparison with the control group, it is im-
possible to determine the initial volume erythrocyte 
before change its morphology in the experiment. Thus 
in accordance with numerical calculations the intracel-
lular pressure is determined by the degree of bending 
in the center membrane, that gives reason to calcula-
tion ΔP values depending on the relative change of vol-
ume normalized to the its area according to formula (2). 
On the other hand we have known Coulter method 
for determination of cell volume while passing the mi-
crochannel between the capacitor plates [13]. The aim 
of this work is to develop the scheme of biosensor based 
on microchannel silicon to measure the volume and the 
intracellular pressure of erythrocytes. 
 
2. THE SCHEME OF THE BIOSENSOR 
 
Fig. 1 shows a flowchart of the biosensor for deter-
mination of erythrocyte intracellular pressure, which 
consists of several elements. The first element is a 
MEMS for the flow creation, which allows you to create 
a microflow with erythrocyte. The linear sizes of eryth-
rocytes can vary from 5 microns to 12 microns therefore 
microfluidics MEMS contains microchannels with the 
sizes of not less than 20 microns. The MEMS structure 
should have an pump, for example, based microchannel 
silicon and sensor for flow control. The control system 
should be set and measure the flow rate of fluid to 
properly carry out the measurement of cell volume.  
The flow rate transmits to the system of transmis-
sion signal (Fig. 1), so we can take into account the rate 
of passage of cells through the capacitive sensor. The 
signal from the sensor is transmitted into a computer, 
in which the magnitude of the capacitance change is 
recalculated into the cell's volume in accordance with 
the rate of fluid flow. 
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Fig. 1 – Flowchart of the biosensor for determining the intra-
cellular pressure of erythrocyte 
 
Signal processing is performed in several stages 
since the for the calculation of according to the formu-
las (1) and (2) it is necessary to first determine the ini-
tial volume V0 and surface area S0. For this the dynam-
ic signal of the timing capacitance change is compared 
with the flow rate. Indeed the signal duration of capaci-
tive sensor determines the period of passage of cells 
through the capacitor. If we know the flow rate it's easy 
to determine the linear size of erythrocyte, which de-
termines the surface area S of the cell base. The magni-
tude of the capacitance change is defined by cell's vol-
ume, however it is required the precise normalization 
of sensor for calculation. Further from the initial sam-
pling that is stored in the computer memory, the value 
of V0 is selected according to the value S  S0 and for-
mula (2) is the ratio of the V/V0 and then the formula 
(1) determines the intracellular pressure of erythrocyte. 
During the measurement and data accumulation the 
construction of the distributions of the volumes and the 
linear sizes of erythrocytes in the sampling are oc-
curred as well as the determination of their intracellu-
lar pressure. 
Fig. 2 shows a scheme of the biosensor for determin-
ing the erythrocyte intracellular pressure. The circuit 
comprises a fluid flow input containing erythrocytes, a 
MEMS pump, a flow rate sensor, two capacitances and 
flow outMEMS pump can be realized by the technology 
of the two chambers and the piezoelectric membrane.  
The implementation of the sensor of liquid flow rate 
is possible using the results of paper [14]. The sensor for 
flow control is produced on the basis of the structure 
with the asymmetry of silicon microchannels, in which 
fluid flow rate depends on the applied voltage and the 
orientation of the matrix with respect to the pumped 
over volume. The flow rate is determined by the built-in 
electric field that occurs in the interface layer of silicon 
oxide on the surface of micropores.  
 
 
 
Fig. 2 – Scheme of biosensor for determining the erythrocyte intracellular pressure, which shows a flow rate sensor and capaci-
tors C1 and C2 
 
In accordance with paper [14] the realization of a 
flow rate sensor is based on the effect of the emergence 
of charge at boundary of the silicon oxide and the sili-
con substrate. During the motion of fluid through mi-
crochannels the ions are transferred from contact 1 to 
contact 2, creating a potential difference 
U [V]  0.3P [kPa]. In the scheme a connection be-
tween the contacts are not shown, but it is clear that 
isolation takes place by means of silicon oxide. Using a 
flow rate sensor allows us to fix flow rate and the pas-
sage of cells through the capacitances 1 and 2 by means 
feedback through the MEMS pump. 
Fig. 2 shows that in the biosensor we use two ca-
pacitances for cell recognition and determination of 
their volume. At a fixed time span the cell flow rate 
through the container 1 will be known, and the start 
and end of the pulse will depend on the passage of 
time and linear dimensions of the cells. Similarly, in 
the container 2 the duration of flight will depend 
upon the flow rate and size of the cell, but also the 
shape of the cell. Indeed during entering the cells 
into the container 2 from the container 1 takes place 
a flow deceleration. As a result duration of the pas-
sage through the container 2 will be more than con-
tainer 1. In the future it is possible to simulate the 
process of passing through the cell capacitance sys-
tem, which allows to determine cells by using their 
behavior in the microchannel. As a result, the shape 
of capacitance signals 1 and 2 from time to time will 
determine several factors: firstly, the linear dimen-
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sions of the cells and, consequently, to calculate its 
volume; secondly, cell is classified to one of types 
(erythrocytes, leukocytes, monocytes, and coalesced 
erythrocytes, etc.); thirdly, to retard flow if the dif-
ference signal is insufficient or on the contrary, to 
increase the flow rate. 
The learning process of recognition system of cells  
from the time dependence of capacitance contains sev-
eral steps. First, the red blood cells by centrifugation 
for analysis are selected, they are conducting a study 
on the biosensor, looking for patterns of signals for red 
blood cells and enter the data in the recognition sys-
tem. Similarly conduct training on monocytes, 
lymphocytes and other cells.  
 
3. CONCLUSION 
 
The paper proposed a scheme for measuring the in-
tracellular pressure of erythrocyte. The circuit includes 
several functional elements - MEMS system for creat-
ing flow with erythrocytes, the control system of flow 
rate, Coulter capacitive sensor and signal transmit 
system to the computer. According to calculations the 
intracellular pressure depends on the ratio cell's vol-
ume to its initial value. The distribution of the initial 
volumes stored in the computer, so the definition of the 
erythrocyte volumes distribution at the current mo-
ment will provide information for the calculation of the 
intracellular pressure of erythrocyte.  
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